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IWA NORTHWEST OFFICE 1440 12 0.004 

13423-02 OWA NORTHWEST AREA 4 1440 14 0.004 

13424-03 OWA SOUTHWEST AREA 4 1440 19 0.006 

13425-04 owa Southeast area 4 1440 10 0.003 

13426-05 OWA NORTHEAST AREA 4 1440 15 0.005 

Bl-06 FIELD BLANK N/A 1 . N/A 

means the sample is less than the Limit of Detection which is 5.5 Fibers/100 Fields. In the Fibers column, the number of fibers is based 
on 100 fields, otherwise noted. Lab CV: 5-20 fibers=0.12, 20.5-50 fibers=0.26, 50.5-100 fibers=0.14, >100 fibers=0.13. The 
Fibers/cc result has been calculated after subtracting the average Field Blank count 

COMMENTS: 

ANALYZED BY: Marv Haves ANALYSIS DATE: July 27, 1998 

Phase Contrast Microscope: Leitz 512 792 075 402 
Alison J. Gardner 
Laboratory Director 439576 
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Phase Contrast Microscope: Leitz 512 792 075 402 Alison J. Gardner 
Laboratory Director 
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SAMPLE# 
L3392-1A 

innvnm; ————— 
IWA SOUTHWEST OFFICE 1440 12 0.003 

13393-2A IWA NORTHWEST OFFICE 1440 7 <0.002 

13394-3A IWA CENTER OFFICE 1440 8 0.002 

13395-4A IWA Southeast office - ;: 1416 12 0.003 

13396*5A IWA NORTHEAST OFFICE 1440 5 <0.002 

13397-6A owa Southwest area 4 1380 5 <0.002 

13398^7 A OWA NORTHWEST AREA 4 1440 7 <0.002 

13399-8A owa Southeast area 4 l44o 6 <0.002 

134004A OWA NORTHEAST AREA 4 1440 11 0.003 

13401-10A OWA CEN TER AREA 4 1440 3 <0.002 

B1-11A FIELD BLANK N/A 2 N/A 

B2-12A FIELD BLANK N/A 2 N/A 

ruiaiyuyai ivi&uiuu« luv^ti hwmw- » **** * •' — • ' ' -— r * 
means the sample is less than the Limit of Detection which is 5.5 Fibers/100 Fields. In the Fibers column, the number of fibers is based 
on 100 fields, unless otherwise noted. Lab CV: 5-20 fibers=0.12, 20.5-50 fibers=0.26, 50.5-100 fibers=0.14, >100 fibers=0.13. The 
Fibers/cc result has been calculated after subtracting the average Field Blank count 

COMMENTS: 

ANALYZED BY: Marv Haves ANALYSIS DATE: July 27,1998 

Phase Contrast Microscope: Leitz 512 792 075 402 
Alison J. Gardner 
Laboratory Director 
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